[Biophysical study of resistance in arterial anastomoses. Experimental results].
Experimental study about suture materials of mean velocity absorption, in order to demonstrate their capacity to obtain a correct and sure arterial cicatrization by means of their tensile force, even though they disappear afterwards by absorption. 32 arterial anastomosis were carry out, and all of them resisted 300 mmHg of pressure, without to be broken.